[Study of properties of electrical root canal length measuring instruments].
Six electrical instruments for locating the apex during endodontic treatment were tested in a laboratory investigation about currency, frequency and scale. Further we looked, whether all instruments show coincidence in the apex point. There are great differences in currency, frequency and scale (apex point). The reproducibility and the precision of an apex locator--at the time--depends an many factors and thus indication seems to be very limited.